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Abstract: Dual isotope single photon emission computed tomography (SPECT) and dual tracer positron emission 
tomography (PET) imaging have great potential in clinical and molecular applications in the pediatric as well as the 
adult populations in many areas of brain, cardiac, and oncologic imaging as it allows the exploration of different 
physiological and molecular functions (e.g., perfusion, neurotransmission, metabolism, apoptosis, angiogenesis) 
under the same physiological and physical conditions. This is crucial when the physiological functions studied 
depend on each other (e.g., perfusion and metabolism) hence requiring simultaneous assessment under identi-
cal conditions, and can reduce greatly the quantitation errors associated with physical factors that can change 
between acquisitions (e.g., human subject or animal motion, change in the attenuation map as a function of time) 
as is detailed in this editorial. The clinical potential of simultaneous dual isotope SPECT, dual tracer PET and dual 
SPECT/PET imaging are explored and summarized. In this issue of AJNMMI (http://www.ajnmmi.us), Chapman 
et al. explore the feasibility of simultaneous and sequential SPECT/PET imaging and conclude that down-scatter 
and crosstalk from 511 keV photons preclude obtaining useful SPECT information in the presence of PET radio-
tracers. They report on an alternative strategy that consists of performing sequential SPECT and PET studies in 
hybrid microPET/SPECT/CT scanners, now widely available for molecular imaging. They validate their approach in 
a phantom consisting of a 96-well plate with variable 99mTc and 18F concentrations and illustrate the utility of such 
approaches in two sequential SPECT-PET/CT studies that include 99mTc-MAA/18F-NaF and 99mTc-Pentetate/18F-NaF. 
These approaches will need to be proven reproducible, accurate and robust to variations in the experimental condi-
tions before they can be accepted by the molecular imaging community and be implemented in routine molecular 
microPET and microSPECT explorations. Although currently not accepted as standard procedures in the molecular 
imaging community, such approaches have the potential to open the way to new SPECT/PET explorations that allow 
studying molecular mechanisms and pathways in the living animal under similar physiological conditions. Although 
still premature for the clinical setting, these approaches can be extended to clinical research once proven accurate 
and precise in vivo in small and large animal models.
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Dual tracer imaging has potential clinical and 
molecular applications in many areas of brain, 
cardiac, and oncologic imaging as it allows the 
exploration of different physiological and 
molecular functions (e.g., perfusion, neuro-
transmission, metabolism, apoptosis, angio-
genesis) under the same physiological and 
physical conditions. This is crucial when the 
physiological functions studied depend on each 
other (e.g., perfusion and metabolism) hence 
requiring simultaneous assessment under 
identical conditions, and can reduce greatly the 
quantitation errors associated with physical 

factors that can change between acquisitions 
(e.g., human subject or animal motion, change 
in the attenuation map as a function of time).

In SPECT, energy-based discrimination takes 
advantage of the differences in gamma photon 
emission energies associated with different 
radionuclides to identify the underlying radio-
tracer distributions. Identification of simultane-
ously present activity distributions is feasible 
and can yield quantitative simultaneous dual 
isotope imaging when cross-talk and down 
scatter are corrected accurately, in addition to 
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other physical factors affecting single isotope 
SPECT imaging [1, 2]. Furthermore, accuracy of 
discrimination of the two (or several) radioiso-
topes can be improved by performing spectro-
temporal discrimination to take advantage of 
both the radionuclide emission energy informa-
tion as well as the differences in dynamic 
behavior (time activity curves and underlying 
kinetic models) of each radiotracer [3]. For 
example, the simultaneous assessment of pre-
synaptic dopamine transporter (e.g., 123I-b-CIT 
[4]), and/or postsynaptic phases of dopaminer-
gic neurotransmission (e.g., IBZM [5]) as well as 
brain perfusion (e.g., 99mTc-HMPAO or 99mTc-
ECD) can be achieved with SPECT tracers and 
has great potential clinical utility in various 
movement disorders including Parkinson’s dis-
ease, Huntington’s disease, progressive supra-
nuclear palsy, multiple system atrophy and 
Wilson disease (for a review see [6]). We have 
previously demonstrated the feasibility in the 
clinical setting of dual isotope SPECT for differ-
ential diagnosis of idiopathic Parkinson dis-
ease (IPD) and multiple system atrophy (MSA) 
using simultaneous 99mTc-ECD/123I-FP-CIT 
SPECT imaging [7].

Unlike dual-tracer SPECT which relies on a 
physical spectral property, independent of the 
state of the subject, simultaneous dual-tracer 
PET can not use photon energy information to 
differentiate between radiotracers because all 
photons resulting from a positron-electron 
annihilation have an energy of 511 keV. 
Therefore, simultaneous dual-tracer PET must 
rely on differences in the kinetics and/or spa-
tial distributions of the tracers, which are physi-
ological or biochemical properties of the sys-
tem. One previously reported technique 
consists of determining kinetic parameters 
from two 11C tracers acquired semi-simultane-
ously by fitting the total concentration curve 
measured by PET to the sum of two kinetic 
models [8]. This approach is promising, but 
does not address simultaneous co-injection of 
the two tracers. One way around this limitation 
is to include a delay between the two injections. 
Using a 100 min delay with dual 18F-fallypride 
and 18F-fluoromethane yielded accurate esti-
mates of both binding potential and rCBF in pri-
mates [9]. Similar work based on simulated 
data yielded accurate estimates of hypoxia, 
perfusion and metabolism using 62Cu-ATSM, 
62Cu-PTSM and 18F-FDG [10]. Another work has 

successfully reported on quantitative assess-
ment of rest and stress myocardial blood flow 
with 13N ammonia [11].

In SPECT/PET, there are several clinical applica-
tions that would greatly benefit from simultane-
ous assessment of SPECT and PET radiotrac-
ers. To cite a few, the capacity to perform 
123I-MIBG and 18NaF would have immediate 
benefits in pediatric neuroblastoma imaging 
and would allow to avoid one additional seda-
tion to children while ensuring that the 123I-MIBG 
and 18NaF distributions are temporally regis-
tered and directly comparable. Another exam-
ple of great potential utility in the pediatric 
population, although of significant logistical 
challenge, is ictal 99mTc-ECD or HMPAO brain 
perfusion SPECT followed by inter-ictal 18F-FDG 
PET. In the adult population, performing rest-
stress 99mTc-sestamibi cardiac SPECT followed 
by 18F-FDG viability PET would assess myocar-
dial blood flow at rest and stress to determine 
areas of ischemic mismatch between rest and 
stress, whether myocardial tissue is viable and 
the patient a good candidate for coronary artery 
bypass graft or percutaneous transluminal cor-
onary angioplasty. 

In this issue of the American Journal of Nuclear 
Medicine and Molecular Imaging (http://www.
ajnmmi.us), Chapman et al. explored the feasi-
bility of simultaneous and sequential SPECT/
PET imaging and concluded that down-scatter 
and crosstalk from 511 keV photons preclude 
obtaining useful SPECT information in the pres-
ence of PET radiotracers [12]. This conclusion 
is to be expected given the cross-sections for 
photon interactions in the 50-1000 keV range 
and holds for any detector resolution given that 
many scattered 511 keV photons can be 
detected in any narrow window around the 
lower energy SPECT radionuclide photopeak. 
Since simultaneous SPECT/PET imaging 
becomes unachievable, the investigators 
explore, evaluate and report on an alternative 
strategy that consists of performing sequential 
SPECT and PET studies where the SPECT radio-
tracer is injected and imaged first, and then the 
PET radiotracer is injected and imaged in the 
presence of the SPECT tracer. This approach is 
logical and straightforward given that the ener-
gies of most SPECT radiotracers are well below 
511 keV. Even in the event of a SPECT radionu-
clide with emission energies approaching 511 
keV (e.g., 131I, 123I), the coincidence rates asso-
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ciated with random coincidences of two such 
events emitted simultaneously is negligible.

With the advent of hybrid microPET/SPECT/CT 
scanners and their increasing availability in 
molecular imaging centers, the proposed 
approach becomes an attractive way to allow 
imaging two functions, one with SPECT and one 
with PET. The authors validate their approach in 
a phantom consisting of a 96-well plate with 
variable 99mTc and 18F concentrations with 
increasing concentrations of 99mTc and decreas-
ing concentrations of 18FDG and report accu-
rate measurement of 18FDG concentrations in 
the presence of 99mTc. The utility of this 
approach is illustrated in two sequential SPECT-
PET/CT studies that include 99mTc-MAA/18F-
NaF and 99mTc-Penteta-te/18F-NaF. Unfortunat-
ely, the in vivo animal studies are qualitative 
and it would have been very interesting to con-
firm that constant rates measured using full 
kinetic models of the dynamic PET data are not 
significantly different in the presence and 
absence of 99mTc-MAA and 99mTc-Pentetate. This 
is a key validation that will be needed for these 
approaches to be proven reproducible, accu-
rate and robust to variations in the experimen-
tal conditions before they can be accepted by 
the molecular imaging community and be 
implemented in routine molecular microPET 
and microSPECT explorations. Despite the lack 
of widespread acceptance of dual tracer 
approaches in the molecular imaging commu-
nity, such approaches have the potential to 
open the way to new SPECT/PET explorations 
that allow studying molecular mechanisms and 
pathways in the living animal under similar 
physiological conditions. Such studies are cur-
rently performed sequentially, therefore anoth-
er potential advantage is reduction of imaging 
time. Although still premature for the clinical 
setting, these approaches can be extended to 
the clinical research setting once proven 
robust, accurate and reproducible in vivo in 
small and large animal models.

Address correspondence to: Dr. Georges El Fakhri, 
DABR, Center for Advanced Radiological Sciences, 
Radiology Department, Massachusetts General 
Hospital, White 427, 55 Fruit Street, Boston, MA 
02114. E-mail: elfakhri@pet.mgh.harvard.edu

References

[1] El Fakhri G, Moore SC, Maksud P, Aurengo A, 
Kijewski MF. Absolute activity quantitation in 

simultaneous 123I/99mTc brain SPECT. J Nucl 
Med 2001; 42: 300-308.

[2] El Fakhri G, Maksud P, Kijewski MF, Habert MO, 
Todd-Pokropek A, Aurengo A, Moore SC. Quan-
titative simultaneous 123I/99mTc SPECT: design 
study and validation with Monte Carlo simula-
tions and physical acquisitions. IEEE Trans 
Nucl Sci 2002; 49: 2315-2321.

[3] El Fakhri G, Sitek A, Zimmerman RE, Ouyang J. 
Generalized Five Dimensional Dynamic and 
Spectral Factor Analysis. Med Phys 2006; 33: 
1016-1024.

[4] Laruelle M, Wallace E, Seibyl JP, Baldwin RM, 
Zea-Ponce Y, Zoghbi SS, Neumeyer JL, Charney 
DS, Hoffer PB, Innis RB. Graphical, kinetic, and 
equilibrium analyses of in vivo [123I] beta-CIT 
binding to dopamine transporters in healthy 
human subjects. J Cereb Blood Flow Metab 
1994; 14: 982-994. 

[5] Schwartz J, Antonini A, Tatsch K, Kirsch CM, 
Oertel WH, Leenders KL. Comparison of 123I-
IBZM SPECT and 11C-Raclopride PET findings in 
patients parkinsonism. Nucl Med Comm 1994; 
15: 806-813. 

[6] Ichise M, Ballinger JR. Editorial: SPECT imaging 
of dopamine receptors. J Nucl Med 1996; 37: 
1591-1595. 

[7] El Fakhri G, Habert M, Maksud P, Kas A, Malek 
Z, Kijewski MF, Lacomblez L. Quantitative si-
multaneous 99mTc-ECD/123I-FP-CIT SPECT in 
Parkinson’s disease and multiple system atro-
phy. Eur J Nucl Med Mol Imaging 2006; 33:87–
92.

[8] Koeppe RA, Raffel DM, Snyder SE, Ficaro EP, 
Kilbourn MR, Kuhl DE. Dual-[11C]tracer single-
acquisition positron emission tomography 
studies. J Cereb, Blood Flow Metab 2001; 21: 
1480-1492.

[9] Converse AK, Barnhart TE, Dabbs KA, DeJesus 
OT, Larson JA, Nickles RJ, Schneider ML, Rob-
erts AD. PET Measurement of rCBF in the pres-
ence of a neurochemical tracer. J Neurosci 
Methods 2004; 132: 199-208.

[10] Kadrmas D, Rust TC. Feasibility of Rapid Multi-
tracer PET Tumor Imaging. IEEE Trans Nuc Sci 
2005; 52: 1343-1347.

[11] Rust TC, DiBella EV, McGann CJ, Christian PE, 
Hoffman JM and Kadrmas DJ. Rapid dual-injec-
tion single-scan 13N-ammonia PET for quantifi-
cation of rest and stress myocardial blood 
flows. Phys Med Biol 2006; 51:5347-5362.

[12] Chapman SE, Diener JM, Sasser TA, Correcher 
C, González AJ, Van Avermaete T and Leevy 
WM. Dual tracer imaging of SPECT and PET 
probes in living mice using a sequential proto-
col. Am J Nucl Med Mol Imaging 2012; 2:405-
413.

mailto:elfakhri@pet.mgh.harvard.edu

